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1. Introduction {#sec004}
===============

Burn injuries are the fourth most common type of trauma worldwide with an estimated 300,000 deaths occurring annually secondary to these injuries. For survivors, burns can result in significant morbidity and permanent disability with a major impact on their quality of life \[[@pone.0206477.ref001]\]. To mitigate these consequences, thorough initial wound assessment is critical to predict healing outcomes and to guide the optimal clinical decision-making. However, even for the most experienced clinicians, the subjective assessment of the visual and tactile characteristics of the tissue predicts the severity of the injury in only 50 to 70% of cases \[[@pone.0206477.ref002]--[@pone.0206477.ref004]\]. Moreover, accuracy also depends on the availability of trained personnel, their clinical experience, and on burn conversion, a phenomenon by which some superficial partial-thickness burns spontaneously become deep partial-thickness or even full-thickness wounds \[[@pone.0206477.ref002], [@pone.0206477.ref005]--[@pone.0206477.ref007]\]. Over time, burn conversion increases the extent of tissue damage in a way that may not be immediately evident, thus confounding the initial assessment of the wound. A more objective measurement of burn severity could give clinicians a secondary tool to more accurately and rapidly assess burn severity and streamline definitive treatment to accelerate patient recovery and rehabilitation.

Digital infrared thermography imaging can be used to assess the severity of burns in a non-invasive manner. This imaging modality may provide more information about the degree of tissue damage than clinical inspection alone during the various phases of wound healing \[[@pone.0206477.ref008]\] and can quantitatively assess the burn depth based on the digital images acquired \[[@pone.0206477.ref009]\]. Previous studies have shown that the destruction of blood vessels at the time of skin injury leads to a reduction in local perfusion, and a secondary lowering of the skin temperature at that area \[[@pone.0206477.ref010]--[@pone.0206477.ref012]\]. This amount of disruption of blood flow correlates with the extent of the injury and is displayed as a colour map of the wound after imaging with infrared thermography. The colour maps are then used to measure the skin temperature at various areas and allow the calculation of a delta-T (ΔT), representing the difference in temperature between the wound site and an adjacent healthy skin region \[[@pone.0206477.ref010]\]. This value, which represents the temperature difference between the two body areas acquired by static imaging, has been correlated with tissue viability, the healing potential of the wound, and has been found to possess excellent inter-observer reliability \[[@pone.0206477.ref006], [@pone.0206477.ref013]\]. As such, thermography has the potential to be used as a bedside diagnostic tool to predict the treatment modality needed to achieve early wound closure. However, this strategy has yet to be validated.

In this study, we developed a model to predict the treatment modality needed to promote closure of extensive skin burns in limbs based on thermographic imaging of the wound obtained during the first three days of treatment. We hypothesized that the temperature difference between the healthy and wounded skin correlates with the required definitive treatment in a cohort of burn patients. We categorized the treatment as "re-epithelization" if the wound healed spontaneously, "skin graft" if the injury healed after receiving a graft, or "amputation" if the patient required removal of part of an appendage because of lack of tissue viability. Subsequently, by using the ΔT values, we created a prediction model based on temperature difference cut offs for each treatment modality. Finally, we tested and validated the prediction model in an independent cohort of similarly burned patients.

2. Patients and methods {#sec005}
=======================

2.1. Study design {#sec006}
-----------------

This was a prospective observational study. It was approved by the Ethics Committee of Hospital Central "Dr. Ignacio Morones Prieto" in San Luis Potosi, Mexico (registry 16--17). All clinical investigations were conducted according to the principles expressed in the Declaration of Helsinki. All patients agreed to participate and provided informed consent. In the case of children, consent was obtained from their parent or guardian, and they provided their assent to participate.

2.2. Patients {#sec007}
-------------

All study patients received treatment at the burn care unit of Hospital Central "Dr. Ignacio Morones Prieto," a major referral centre for burn injuries in central Mexico. Patients were consecutively selected providing they met all inclusion criteria and had none of the exclusion criteria. Inclusion criteria were patients having sustained partial or full thickness burns in extremities covering \>25 cm^2^ of the total body surface and who were admitted to the burn care unit within 24 hours from injury. Exclusion criteria were the presence of any previous comorbidity, a baseline body mass index of \<19.9 for adults or below the 5^th^ percentile for their age in children, the presence of foreign bodies embedded in the tissue, gross oedema, systemic causes of distal hypoperfusion, or presence of local infection. No patients were eliminated from the study after enrolment. Two independent prospective cohorts were used for this study: a cohort used to develop the prediction algorithm and a cohort used to test its performance. Regardless of the cohort, all imaging and initial treatment were done identically to all patients as described below.

2.3. Infrared imaging {#sec008}
---------------------

Infrared thermography was performed once within the first three days after injury, as this timeframe is the most informative for assessing wound characteristics \[[@pone.0206477.ref014]\]. Imaging was done at the bedside, as the burn unit is considered a sterile hospital area.

Before imaging, the dressing was removed, and the wound was cleaned with a 5% chlorhexidine solution, rinsed with 0.9% saline, and dried with sterile gauze. Loose skin was then removed, along with any blisters present and the wound was allowed to reach room temperature for 3 minutes. All the temperature measurements were taken following the Thermographic Imaging in Sports and Exercise Medicine (TISEM) check list \[[@pone.0206477.ref015]\], at a distance of 0.5 or 1.5 m, whichever distance was best to capture the whole extent of the burned tissue, at an angle of 90° relative to the body, in a closed room under controlled conditions of light and external radiation exposure, at controlled room temperature (22°C) and atmosphere humidity of 40%. We followed the Glamorgan protocol \[[@pone.0206477.ref016]\], which defines the regions of interest that must be measured by thermography in a human body to guarantee repeatability. Briefly, this protocol consists in an atlas of skin temperature distribution in 90 body regions of interest that is used as a pattern to reproduce the views of body positions to increase the repeatability of thermal imaging.

Static digital infrared thermographic images were acquired with a FLIR T400 infrared camera (FLIR System, Wilsonville, OR, 2013) with a 320 x 240 focal plane array of uncooled microbolometers, a spectral range of 7.5 to 13 μm, and a thermal sensitivity of 50 mK at 30°C. The camera was left on for 5 minutes before acquiring the images to allow stabilization of the sensor. The skin emissivity was set at 0.98 for all the acquired measurements. After imaging, the wounds were re-dressed and received standard care.

Thermographic analysis of the images was performed using the FLIR Tools Quick-Report v.1.2 software (FLIR Systems, version 5.70, 2016), which includes a tool to obtain the maximum, minimum, and average temperature of a user-defined area. An investigator blinded to the clinical characteristics of the wound delineated a region of interest (ROI) corresponding to the burn area using a phantom of the clinical image and the thermogram, and the software was then used to obtain the maximum, minimum, and average temperature of the ROI. A 25 cm^2^ region was delineated on the healthy skin adjacent to the wound and the same measurements performed. Both mean temperatures were recorded, as well as the difference between them, which is the ΔT ([S1 Fig](#pone.0206477.s001){ref-type="supplementary-material"}).

2.4. Wound treatment modality {#sec009}
-----------------------------

All wounds were independently stratified by two experienced surgeons immediately after admission into one of 3 categories: superficial partial thickness, deep partial thickness, and full thickness, which also included burns to underlying tissue (fourth degree burns) \[[@pone.0206477.ref017]\]. No discrepancies were found between their assessments. All burns received the standard treatment according to the International Society for Burn Injuries (ISBI) guidelines by a surgical team blinded to the thermograms and prediction data: cleansing the wound every 72 hours, early excision of necrotic tissue, wound coverage with silver sulfadiazine, and no antibiotic prophylaxis \[[@pone.0206477.ref018]\].

All wounds were followed for 15 days, after which the decision to graft or not was made based on the clinical characteristics of the wound. In the case of amputations, the decision to amputate and the procedures were done within 5 to 7 days of admission of the patient into the burn unit, based on the ISBI guidelines \[[@pone.0206477.ref018]\].

The modality of wound treatment was defined as "re-epithelization" if the wound re-epithelized by itself before 15 days of care; "skin graft" if the wound healed after receiving one or more skin grafts (all patients received auto-grafts), or "amputation" if the appendage was removed. We recorded the final wound modality, for example, if a wound received a graft but the extremity became nonviable and was amputated, it was considered as an amputation.

2.5. Statistical analysis {#sec010}
-------------------------

Data are expressed as the mean and standard deviation or proportions, as appropriate. Statistical analysis was performed using the statistical package R v.3.3.2 (R Core Team, Vienna, Austria, 2016) and RStudio (RStudio Team, Boston, MA, 2016). A power analysis was performed based on results of a previous study \[[@pone.0206477.ref011]\]. We determined that a minimum of 10 patients per outcome group was needed to detect a difference of 2.0 ± 1.5°C between treatment groups at an alpha level of 0.05 and a statistical power of 80%. Analysis of variance (ANOVA) and linear regression was used to compare temperature difference ΔT and identify potentially confounding factors (age, sex, burn aetiology, site of injury, depth of injury, burned area, and time of ΔT measurement). Multiple linear regression models were used to adjust for the significant confounding factors identified in the bivariate regression analysis. In all required cases, Tukey *post-hoc* tests were used to perform multiple comparisons. For the development of the prediction model, receiver-operator characteristic (ROC) curves were used, as well as machine learning predictive modelling by recursive partitioning Random Forest algorithms and unsupervised k-means clustering. Finally, to test the agreement rate between the prediction model and the treatment modality we used weighted kappa analysis.

3. Results {#sec011}
==========

3.1. Patient characteristics {#sec012}
----------------------------

The flowchart summary of the study is shown in [Fig 1](#pone.0206477.g001){ref-type="fig"} and the patient characteristics in [Table 1](#pone.0206477.t001){ref-type="table"}. Two independent patient cohorts were used in this study, one to train the predictive model (development cohort, n = 34), and a second one to validate the findings (validation cohort, n = 22).

10.1371/journal.pone.0206477.t001

###### Patient characteristics.

![](pone.0206477.t001){#pone.0206477.t001g}

  -----------------------------------------------------------------------------------------------------------------------------------------------
  Variable                                                              Development cohort             Validation\                    p value
                                                                                                       cohort                         
  ------------------------------------- ------------------------------- ------------------------------ ------------------------------ -----------
  **Age**                               Mean (SD)                       24 (17.9) years                26.5 (19.4) years              **0.746**

  **Gender**                            Women                           7 (20%)                        6 (27%)                        **0.563**

  Men                                   27 (80%)                        16 (73%)                                                      

  **Wound etiology**                    Scald                           12 (35%)                       6 (27%)                        **0.615**

  Fire                                  15 (45%)                        9 (41%)                                                       

  Electricity                           7 (20%)                         7 (32%)                                                       

  **Site of injury**                    Upper limb                      19 (56%)                       17 (77%)                       **0.103**

  Lower limb                            15 (44%)                        5 (33%)                                                       

  **Depth of injury**                   Superficial partial thickness   10 (30%)                       6 (27%)                        **0.584**

  Complete partial thickness            3 (9%)                          4 (19%)                                                       

  Full thickness                        21 (61%)                        12 (54%)                                                      

  **Time of ΔT measurement**            Mean (SD)                       1.45 (0.8) days after injury   1.86 (0.7) days after injury   **0.061**

  **Burn area**                         Mean (SD)                       178.2 (198.4) cm^2^            392.3 (753.2) cm^2^            **0.560**

  **Wound temperature (°C)**            Mean (SD)                       29.6 (4.4)                     29.3 (6.1)                     **0.869**

  **Uninjured skin temperature (°C)**   Mean (SD)                       33.8 (2.1)                     33.1 (4.6)                     **0.941**

  **Treatment modality**                Conservative                    13 (37%)                       9 (41%)                        **0.977**

  Skin graft                            10 (30%)                        6 (27%)                                                       

  **Amputation**                        **11 (33%)**                    **7 (32%)**                                                   
  -----------------------------------------------------------------------------------------------------------------------------------------------

Values are presented as median and standard deviation or proportions. P values represent comparisons between values for the development cohort vs. validation cohort. Tests were done with ANOVA for continuous data or Fisher exact tests for categorical data.

![Study flowchart.](pone.0206477.g001){#pone.0206477.g001}

3.2. Determining if ΔT correlates with the definitive treatment of burn {#sec013}
-----------------------------------------------------------------------

A total of 34 patients (mean age 26.5 ± 19.4 years, min 1, max 68) were used to develop the prediction model (development cohort). From them, 14 (41%) were children. From the full cohort, 13 (39%) had partial-thickness burns, and 21 (61%) had full-thickness burns. Fifteen (45%) burns were caused by fire, 12 (35%) were scalds, and 7 (20%) were caused by electricity.

Thermographic measurements were obtained within the first three days of treatment (mean time 1.45 ± 0.8 days, median 1.0 day) and the ΔT calculated. ΔT in superficial partial thickness degree burns was 1.77 ± 0.92°C, 2.76 ± 1.05°C in deep partial thickness degree burns, and 5.45 ± 2.86°C in full thickness degree burns (p = 0.791 in superficial partial vs. deep partial thickness, p \<0.001 in superficial partial vs. full thickness, and p = 0.170 in deep partial vs. full thickness).

Patients were followed-up until discharge and their outcome registered. Thirteen patients (37%) healed by re-epithelization, 10 (30%) received skin grafts, and 11 (33%) required an amputation. ΔT in patients who received conservative treatment was 1.75 ± 0.89°C, 3.28 ± 0.68°C in patients who received skin grafts, and 7.71 ± 1.89°C in patients who underwent amputation. Significant differences were detected among all groups (p \<0.01 in all cases, [Fig 2](#pone.0206477.g002){ref-type="fig"}).

![Thermograms and treatment groups.\
Clinical images (A to C) and thermograms (A1 to C1) were obtained during the first three days after the injury, the patients were followed up until discharged, and their outcome classified as healed by conservative treatment, skin graft or amputation. Significant differences in the temperature difference (TD) between injured and healthy tissue across all groups were found (D). Panels A and A1 represent an injury that healed by epithelization, B and B1 one that required a skin graft (note the colder region on the ulnar surface of the forearm), and C and C1 an injury that required amputation. Noteworthy in this last image, even though all the leg skin looks charred in the clinical image, the thermogram suggested that only the feet were non-viable.](pone.0206477.g002){#pone.0206477.g002}

To characterize potential confounding factors that could be associated to ΔT (dependent variable), bi-variate linear regression models were performed for the following independent variables: age, sex, burn aetiology, site of injury, depth of injury, burned area, and time of ΔT measurement. Subsequently, the variables found to be significantly associated with ΔT were input into a multiple linear model analysis. This statistical approach was decided due to the sample size of the development cohort to avoid overfitting the multiple linear model ([Table 2](#pone.0206477.t002){ref-type="table"}).

10.1371/journal.pone.0206477.t002

###### Confounding factors for ΔT.

![](pone.0206477.t002){#pone.0206477.t002g}

  Factor                   Bi-variate p value   Multi-variate p value
  ------------------------ -------------------- -----------------------
  Treatment modality       \<0.001              \<0.001
  Age                      0.02                 0.62
  Gender                   0.18                 
  Burn etiology            \<0.001              0.65
  Site of injury           0.23                 
  Depth of injury          \<0.001              0.16
  Burn area                \<0.001              0.97
  Time of ΔT measurement   0.21                 

Potential confounding factors associated with ΔT measurements were assessed through bi-variate linear analysis. Cofounders significantly associated with ΔT were then used in a multiple linear regression analysis. In the multi-variate analysis, only treatment modality remained significantly associated with ΔT.

Factors significantly associated with ΔT were age (0.06°C increase per 1 year increase, p = 0.026), burn aetiology (ΔT in scalds burns 1.84 ± 0.86, 6.22 ± 2.76 in fire burns, and 3.59 ± 2.06 in electrical burns; scalds vs. fire burns p\<0.001, NS for other comparisons), depth of injury (ΔT in superficial partial thickness burns 1.77 ± 0.92 degrees, 2.76 ± 1.05 in deep partial thickness burns, and 5.45 ± 2.86 in full thickness burns; superficial second degree vs. deep second degree burns p = 0.791, p \<0.001 for superficial second degree vs. third degree burns, and p = 0.170 for deep second degree vs. third degree burns), and burn area (0.01°C increase per 1 cm^2^ increase, p \<0.001). Afterwards, all variables found to be significantly associated with ΔT were input in to the multiple linear regression analysis *ΔT \~ treatment modality + age + burn aetiology + depth of injury + burn area*. A series of likelihood tests were performed, dropping the variable least likely to be significant until all variables were significant. The final model was ΔT *\~ treatment* (R^2^ = 0.807, p \<0.001). Thus, we concluded that only the definitive treatment was significantly associated with ΔT after multiple variable adjustment.

3.3. Development of a prediction algorithm using ΔT {#sec014}
---------------------------------------------------

The optimal ΔT cut-off values for prediction of treatment based on binary outcomes were calculated using ROC curves. Cut-off values and their associated sensibility, specificity, predictive values and area under the curve are shown in [Table 3](#pone.0206477.t003){ref-type="table"}.

10.1371/journal.pone.0206477.t003

###### Sensitivity and specificity analysis.

![](pone.0206477.t003){#pone.0206477.t003g}

  Treatment modality                Cut-off value   Sensitivity   Specificity   Positive predictive value   Negative predictive value   Area under the curve
  --------------------------------- --------------- ------------- ------------- --------------------------- --------------------------- ----------------------
  **Conservative vs. Graft**        3.0°C           80%           100%          100%                        86.6%                       92.3
  **Conservative vs. Amputation**   4.5°C           100%          100%          100%                        100%                        1.0
  **Graft vs. Amputation**          4.9°C           100%          100%          100%                        100%                        1.0

Finally, to create the full decision-making model that included all 3 possible outcomes (re-epithelization, skin grafting or amputation), we used the Classification and regression training (caret) package for R \[[@pone.0206477.ref019]\] to create and validate a predictive model using recursive partitioning Random Forest algorithms to assign a treatment to patients based on their ΔT. The model had three classes (re-epithelization, skin graft or amputation) and five predictors (ΔT, age, burn aetiology, depth of injury, and burn area). The final model, which has the lowest complexity parameter value ([S2 Fig](#pone.0206477.s002){ref-type="supplementary-material"}), is presented in [Fig 3](#pone.0206477.g003){ref-type="fig"}. We tested the diagnostic accuracy of the model with 100 bootstrap resamples and found an accuracy of 85.35% (95%CI 72.2 to 98.5%) for diagnostic classification. The algorithm misclassified 13.0% of the patients to conservative treatment, 13.0% to skin graft, and 0% to amputation.

![Clinical decision algorithm based on thermograms.\
Through Random Forest algorithms, the following clinical decision rule was developed: if a patient presents a temperature difference (ΔT) of \>5.0°C, he will require amputation of the affected limb. If the ΔT is \<5.0°C but \>3.0°C, he will require a skin graft; and if the ΔT is \<3.0°C, the wound will most likely heal by re-epithelization. This algorithm allows classification of the patient within the time of the first contact and has a theoretical accuracy of 85.35%.](pone.0206477.g003){#pone.0206477.g003}

To control the fact that Random Forest algorithms is a type of supervised machine learning technique, which means that the method was trained to categorize the patients similarly as what the surgical team would have done, and to confirm the initial results of the algorithm, we conducted a second analysis using unsupervised k-means clustering of the ΔT values. Through this technique, the datapoints are grouped independently of the surgeon's decision in such a way that the objects in the same cluster are more similar to each other than to the objects in other clusters. Results of the clustering, which support the cut-off values of the algorithm, are shown in [Fig 4](#pone.0206477.g004){ref-type="fig"}.

![Unsupervised clustering of datapoints.\
Unsupervised k-means clustering of ΔT values of the development cohort was used to confirm the results of the Random Forest algorithm. In the x-axis of the graph, the three actual treatments used can be seen. Three clusters of datapoints arise based on the grouping of similar ΔT values. On the re-epithelization group, only one datapoint (green) lies outside of its cluster, while in the skin graft group, two datapoints (red) lie outside of their cluster. In the amputation group, all datapoints have been clustered together (blue). This technique supports the notion that a ΔT value of 3 and 5 correctly discriminates between treatment groups, regardless of the surgeon's decision.](pone.0206477.g004){#pone.0206477.g004}

3.4. Agreement rate between predicted outcome and treatment modality {#sec015}
--------------------------------------------------------------------

To test the prediction accuracy of the model in the development cohort, we obtained the inter-rater agreement weighted kappa coefficient. The algorithm predicted that 14 patients would heal by re-epithelization, 9 through skin grafts, and 11 would require an amputation. The treatment modality used on the patients was conservative treatment and re-epithelization in 13, skin graft in 10, and amputation in 11. Thus, the algorithm misclassified three patients (one in the re-epithelization group and two on the skin graft group). Agreement rate between the prediction and the patient outcome was weighted kappa = 0.904 (p \<0.001).

3.5. Validation of the prediction algorithm {#sec016}
-------------------------------------------

We prospectively enrolled 22 new patients with similar characteristics to develop a validation cohort. Clinical characteristics and their comparison to the development cohort are shown in [Table 1](#pone.0206477.t001){ref-type="table"}.

After admission to the burn care unit and enrolment into the study, thermograms were acquired and analysed by an independent member of the research team. The surgical team was kept blinded to the prediction results until discharge of the patients when their treatment modality was recorded. The algorithm predicted that 9 patients would heal by re-epithelization with conservative treatment, 6 through skin grafts, and 7 would require an amputation. The true outcome of the patients was re-epithelization in 9 cases (1 wrongfully predicted to heal by grafting), skin graft in 6 (1 wrongfully predicted to heal by re-epithelization), and amputation in 7; thus, the algorithm misclassified two patients ([Table 4](#pone.0206477.t004){ref-type="table"}). Agreement rate between the prediction and the patient outcome was weighted kappa = 0.901 (p \<0.001).

10.1371/journal.pone.0206477.t004

###### Agreement rate in the validation cohort.

![](pone.0206477.t004){#pone.0206477.t004g}

                          Predicted treatment                                             
  ----------------------- --------------------- ------------------------ ---------------- ----------------
  **Treatment used**                            **Re-epitdhelization**   **Skin graft**   **Amputation**
  **Re-epithelization**   8                     1                        0                
  **Skin graft**          1                     5                        0                
  **Amputation**          0                     0                        7                

Agreement rate between the prediction algorithm and the treatment modality used in the patients of the validation cohort (n = 22) was found to be 90% (p \<0.001), identical to the observed in the development cohort.

4. Discussion {#sec017}
=============

Wound healing is a dynamic and complex biological process where it is commonly accepted that the original depth of the wound is not static. This is especially true for burns, where a variety of pathophysiologic mechanisms may cause a wound to progress into deeper tissue damage over the first few days after the injury \[[@pone.0206477.ref020]\]. One of the most common causes for wound conversion is the lack of an adequate blood supply, which leads to ischemia and autophagy of the surrounding tissue \[[@pone.0206477.ref020], [@pone.0206477.ref021]\]. As these phenomena may not be evident during the initial assessment of the wound, its early detection remains a major unmet challenge. In this article, we demonstrate that digital infrared thermography is a tool that can be used to discriminate burn severity, by detecting changes in temperature at the surface of the skin that is possibly acting as a surrogate for varying degrees of blood supply in the wound. This discrimination capability can be used from the first time the patient is evaluated to guide the clinical decision-making process. We also demonstrate that the prediction capability of the thermograms is very accurate and consistent, suggesting that it can easily be incorporated into clinical practice to establish a more efficient treatment protocol. In this manner, the ΔT parameter has the potential to become a complementary technique for the tactile and visual analysis in the assessment of soft tissue wounds.

Thermal imaging technology records the radiation emitted by an object. Heat radiation from skin or underlying injured tissues originates from its blood supply, which if compromised will cause a temperature drop. Previous studies have determined that this imaging method measures the heat emitted from a depth of 1 to 3 mm \[[@pone.0206477.ref012]\]. Our results and the prediction model we developed are based on the temperature difference between injured and adjacent healthy skin. Thus, the ΔT value offers insight into the extent of tissue injury and the degree of blood supply deficit. This approach has also been used to assess burn depth, finding that as the wound becomes deeper, it also becomes cooler \[[@pone.0206477.ref022]\]. A more recent study reported that infrared thermal imaging could predict burn depth better than the clinical examination alone through dynamic changes of the wound temperature between days one and two after the injury. As this temperature change over two days likely represents wound conversion, thermography may be an ideal method to detect it. The authors concluded that the overall accuracy of digital infrared thermography for the prediction of wound depth was greater than clinical assessment alone, and that decrease in temperature was predictive of a deeper wound \[[@pone.0206477.ref023]\]. Moreover, since this temperature drop very likely represents wound conversion, thermography may be an ideal method to detect it. Further advantages of digital thermography is that it is non-invasive, painless, and requires no contact, thus avoiding the risk of contamination and applying pressure to the wound that may affect the microcirculation. Thermograms are rapid to acquire, easy to interpret as they are based on heat maps, and the training required to acquire them is minimal. For these reasons, they could become a useful tool for the early assessment of patients in the emergency department, as well as in the later stages of patient care to identify surface necrosis, distinguish between partial and full-thickness burns and detect complications \[[@pone.0206477.ref006], [@pone.0206477.ref024], [@pone.0206477.ref025]\]. Yet, in our opinion, the most relevant contribution of thermography for wound care could be allowing the clinical team to rapidly and objectively determine the treatment modality that is needed, thereby preventing unnecessary procedures or delays in surgery. Currently, the only evidence-based adjunct to clinical evaluation of wound depth and treatment assessment is laser doppler imaging (LDI) \[[@pone.0206477.ref026]\]. Numerous studies have assessed the utility of LDI, concluding that it reliably discriminates between wounds that will or will not heal by re-epithelization by the third week. The accuracy of this imaging technology compared to the clinical outcome ranges from 90 to 97%, with a positive predictive value as high as 98.4% \[[@pone.0206477.ref002], [@pone.0206477.ref003], [@pone.0206477.ref027]\]. While these values are superior to the ones we found, LDI has several major drawbacks that make this technology non-viable for extensive clinical use, such as a high cost for acquiring and maintaining the technology, the need for trained personnel to operate the equipment and interpret the images, and its relatively long time needed to acquire images (i.e. over a minute per scan), therefore requiring sedation of paediatric or non-complying patients to guarantee image quality \[[@pone.0206477.ref028]--[@pone.0206477.ref030]\]. As thermography circumvents all these drawbacks, we believe its widespread use could be feasible, especially in high-volume centres where there is a compelling need to rationalize patient care, in sites without ready access to a burn surgeon, where thermography may be used to triage patients and help prioritize transfers, or in limited resource settings, where transfers may be difficult to achieve \[[@pone.0206477.ref013], [@pone.0206477.ref022], [@pone.0206477.ref031]\]. Two clinical vignettes illustrating the clinical use of the algorithm for helping decide treatment management and amputation levels after significant burns in two independent patients from the study's cohorts are presented in Figs [5](#pone.0206477.g005){ref-type="fig"} and [6](#pone.0206477.g006){ref-type="fig"}.

![Use of thermography for clinical decision making.\
Consultation to the burn clinic was requested for a 4-week old infant that had sustained a complete partial thickness burn to his left foot from a heat radiator (A). The paediatric surgeon on call had decided to hospitalize the patient and treat him with a skin graft based on the clinical characteristic of the wound but requested a second opinion to our clinic. The thermographic image showed a ΔT value of 1.8 (B), so conservative management with outpatient management and daily visits to the emergency department to monitor the wound was advised. After seven days of treatment, the wound showed signs of re-epithelization and adequate tissue perfusion. The patient evolution was satisfactory and was discharged from the burn clinic two weeks after the injury.](pone.0206477.g005){#pone.0206477.g005}

![Use of thermography to guide amputation levels.\
Thermographic imaging can be used as an adjunct to determine amputation levels in severely burned patients. A 24-year old patient with fourth degree burns in approximately 50% of his body surface area because of direct fire was admitted to the burn unit (A). Both legs were severally burned and charred to the clinical inspection. The thermographic image showed progressing ΔT values from 12.7 distally to 1.2 proximally (B, C). A ΔT = 3 was used as a guide to select the amputation level, as it marks the limit for skin grafts and tissue viability. The amputation level is pointed by the forceps on panel A and B. Beyond this level, a sharp decrease in temperature values can be observed in panel C. The patient underwent supracondylar amputation of both legs, as well as tangential excision of all charred skin and was treated with skin grafts. At the moment of publication of this vignette, the patient is still being treated at the burn unit. This approach could also be potentially applied in patients with peripheral vascular disease to promote limb salvage or select optimal levels to create flaps for wound management and future prosthesis fitting.](pone.0206477.g006){#pone.0206477.g006}

This study has some limitations: first, we only included patients with burns in extremities, so our results cannot be extrapolated to other areas in the body. Refinement of the algorithm to include burn areas in the head or trunk where no amputation is feasible is currently being explored, along with the search for the optimal time of thermography imaging, even though we did not find a significant association between the time of imaging and the ΔT values. Thermal modelling of injured and healthy tissue warrants further exploration, as it could improve our prediction model and offer information on the time to recovery of different types of wounds and in dynamic changes of the wound temperature, thus providing additional data to better rationalize the appropriate treatment for the patient \[[@pone.0206477.ref032]\]. Second, the algorithm was trained to make the same treatment decisions as the burn surgeons that treated the patients, therefore, even though that the results shown are supported by the k-means clustering algorithm, they may be applicable only to our burn centre. To generalize the results and applicability of the algorithm, further studies in different populations and settings may be required. Third, while it is widely recognized that the depth of burn wounds is not entirely static and that a variety of factors can promote the deepening of a burn in the first few days after sustaining it, not all burns undergo this phenomenon. Ischemia and autophagy of the tissue have been proposed as the leading causes of burn conversion, and as such, it is very likely that infrared thermography can detect it in its early stages. If this is true, wounds with higher ΔT values would probably be associated with burn conversion and deepening of the injury. Nevertheless, in the present study, we did not record burn conversion or dynamic changes in ΔT values, which would have been needed to confirm the hypothesis. It seems that thermography is sensitive enough not to be affected by this factor, but further studies are needed to clarify this point. Finally, a caveat of the method is that we measured ΔT of the wounds as an average, yet most wounds will have areas with different temperature values. Indeed, this approach may give further insights to the clinical team and help streamline the treatment of the patients even more.

Other thermographic techniques for burn assessment are active dynamic infrared thermal imaging (ADT) and Time-Lapse Thermography. These methods are based on infrared detection and show thermal tissue properties instead of changes in temperature distribution. In both techniques, an external thermal stimulus is applied followed by measurements of temperature transients on the tested surface \[[@pone.0206477.ref033]--[@pone.0206477.ref035]\]. The major drawback of both techniques is that they require additional equipment or interventions to modify the conditions of the burned area. Assessment of ΔT, which relies on static infrared thermographic imaging, have thus several advantages: it doesn\'t require additional equipment or interventions, its non-invasive and offers the possibility of assessing relatively large body areas. We decided to use static imaging for the sake of simplicity and reproducibility of the method. We believe that by using the least complicated technique, the adoption of our algorithm to the clinical practice and in different settings may be easier to achieve. Perspectives for the use of digital infrared thermography are the assessment of the prediction model in other types of injuries, as a triage tool for emergency rooms or combat situations, and as a telemedicine adjunct in association with a mobile app.

In conclusion, digital infrared thermography can be used as an independent predictor of burn wound healing clinical outcomes such as healing by re-epithelization, requiring a skin graft, or the need of amputation. In this article, we introduce a new prediction algorithm based on the difference of temperature between the injured and healthy tissue that offers the advantages of having a simple and accurate data acquisition protocol in the first days of treatment, and which can easily be incorporated into the current wound management protocols to rationalize treatment.
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======================

###### Thermogram analysis and ΔT acquisition.

Analysis of the thermographic images was done using the FLIR Tools Quick-Report v.1.2 software. The software displays the thermographic image, as well as a clinical phantom (top right corner). A researcher blinded to the clinical characteristics of the wound draw a region of interest (ROI) over the injured area (arrow) and over the adjacent healthy skin (asterisk). The software automatically detects the minimum, maximum (red triangle) and average temperature of both ROI (arrowhead). The difference between the mean temperatures was recorded as the ΔT.

(TIF)

###### 

Click here for additional data file.

###### Complexity parameter graph.

The complexity parameter (cp) was calculated according to the number of partitioning of the decision tree. A tree with no partitioning (size = 1) has a cp value of infinite, with one partitioning (size = 2) has a cp value of 0.47 and with two partitioning (size = 3) has a value of 0.065. The lower the cp, the lower the relative error of the model to predict the treatment modality. The cp value for the decision tree presented in this paper is 0.065, which corresponds to an X-value relative error of 0.38.

(TIF)

###### 

Click here for additional data file.

###### Dataset.

Anonymized data.

(XLSX)
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Click here for additional data file.

###### TRIPOD checklist.

(DOCX)

###### 

Click here for additional data file.
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